Nuclear medical determination of left ventricular diastolic function in coronary heart disease.
In 64 patients with coronary heart disease, the left ventricular diastolic function was determined by means of a new nuclear medical method (nuclear stethoscope). The investigations revealed an abnormal diastolic filling in 85.9% of the cases on the basis of the parameters peak filling rate and time to peak filling rate as manifestation of a disturbed ventricular function.